A chin-operated switch for motorized three-axis microscopic movement.
A chin-operated switch was developed to permit control of motorized operating microscope movement simultaneously along three axes. It permits use of both feet to operate surgical modalities, decreases microscope positioning time, and decreases needless hand movements.